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may include time to purge an instru-
ment and time to account for its re-
sponse. 

(5) Sample and record values for 30 
seconds, record the arithmetic mean, 
ȳi, and record the standard deviation, 
si, of the recorded values. Refer to 
§ 1065.602 for an example of calculating 
arithmetic mean and standard devi-
ation. 

(6) Also, if the reference quantity is 
not absolutely constant, which might 
be the case with a reference flow, sam-
ple and record values of yrefi for 30 sec-
onds and record the arithmetic mean of 
the values, ȳref. Refer to § 1065.602 for an 
example of calculating arithmetic 
mean. 

(7) Subtract the reference value, yref 
(or ȳref), from the arithmetic mean, ȳi. 
Record this value as the error, ei. 

(8) Repeat the steps specified in para-
graphs (d)(2) through (6) of this section 
until you have ten arithmetic means 
(ȳ1, ȳ2, ȳi,. . . ȳ10), ten standard devi-
ations, (s1, s2, si,. . .s10), and ten errors 
(e1, e2, ei,. . .e10). 

(9) Use the following values to quan-
tify your measurements: 

(i) Accuracy. Instrument accuracy is 
the absolute difference between the ref-
erence quantity, yref (or ȳref), and the 
arithmetic mean of the ten ȳi, ȳ values. 
Refer to the example of an accuracy 
calculation in § 1065.602. We recommend 
that instrument accuracy be within 
the specifications in Table 1 of 
§ 1065.205. 

(ii) Repeatability. Repeatability is two 
times the standard deviation of the ten 
errors (that is, repeatability = 2 · sε). 
Refer to the example of a standard-de-
viation calculation in § 1065.602. We rec-
ommend that instrument repeatability 
be within the specifications in Table 1 
of § 1065.205. 

(iii) Noise. Noise is two times the 
root-mean-square of the ten standard 
deviations (that is, noise = 2 · rmsσ) 
when the reference signal is a zero- 
quantity signal. Refer to the example 
of a root-mean-square calculation in 
§ 1065.602. We recommend that instru-
ment noise be within the specifications 
in Table 1 of § 1065.205. Use this value in 
the noise correction specified in 
§ 1065.657. 

(10) You may use a measurement in-
strument that does not meet the accu-

racy, repeatability, or noise specifica-
tions in Table 1 of § 1065.205, as long as 
you meet the following criteria: 

(i) Your measurement systems meet 
all the other required calibration, 
verification, and validation specifica-
tions in subparts D, F, and J of this 
part, as applicable. 

(ii) The measurement deficiency does 
not adversely affect your ability to 
demonstrate compliance with the ap-
plicable standards. 

§ 1065.307 Linearity verification. 
(a) Scope and frequency. Perform a 

linearity verification on each measure-
ment system listed in Table 1 of this 
section at least as frequently as indi-
cated in the table, consistent with 
measurement system manufacturer 
recommendations and good engineering 
judgment. Note that this linearity 
verification may replace requirements 
we previously referred to as ‘‘calibra-
tions’’. The intent of a linearity 
verification is to determine that a 
measurement system responds propor-
tionally over the measurement range 
of interest. A linearity verification 
generally consists of introducing a se-
ries of at least 10 reference values to a 
measurement system. The measure-
ment system quantifies each reference 
value. The measured values are then 
collectively compared to the reference 
values by using a least squares linear 
regression and the linearity criteria 
specified in Table 1 of this section. 

(b) Performance requirements. If a 
measurement system does not meet the 
applicable linearity criteria in Table 1 
of this section, correct the deficiency 
by re-calibrating, servicing, or replac-
ing components as needed. Before you 
may use a measurement system that 
does not meet linearity criteria, you 
must demonstrate to us that the defi-
ciency does not adversely affect your 
ability to demonstrate compliance 
with the applicable standards. 

(c) Procedure. Use the following lin-
earity verification protocol, or use 
good engineering judgment to develop 
a different protocol that satisfies the 
intent of this section, as described in 
paragraph (a) of this section: 

(1) In this paragraph (c), we use the 
letter ‘‘y’’ to denote a generic meas-
ured quantity, the superscript over-bar 
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to denote an arithmetic mean (such as 
ȳ), and the subscript ‘‘ref’’ to denote the 
known or reference quantity being 
measured. 

(2) Operate a measurement system at 
its specified temperatures, pressures, 
and flows. This may include any speci-
fied adjustment or periodic calibration 
of the measurement system. 

(3) Zero the instrument as you would 
before an emission test by introducing 
a zero signal. Depending on the instru-
ment, this may be a zero-concentration 
gas, a reference signal, a set of ref-
erence thermodynamic conditions, or 
some combination of these. For gas 
analyzers, use a zero gas that meets 
the specifications of § 1065.750 and in-
troduce it directly at the analyzer 
port. 

(4) Span the instrument as you would 
before an emission test by introducing 
a span signal. Depending on the instru-
ment, this may be a span-concentra-
tion gas, a reference signal, a set of ref-
erence thermodynamic conditions, or 
some combination of these. For gas 
analyzers, use a span gas that meets 
the specifications of § 1065.750 and in-
troduce it directly at the analyzer 
port. 

(5) After spanning the instrument, 
check zero with the same signal you 
used in paragraph (c)(3) of this section. 
Based on the zero reading, use good en-
gineering judgment to determine 
whether or not to rezero and or re-span 
the instrument before proceeding to 
the next step. 

(6) Use instrument manufacturer rec-
ommendations and good engineering 
judgment to select at least 10 reference 
values, yrefi, that are within the range 
from zero to the highest values ex-
pected during emission testing. We rec-
ommend selecting a zero reference sig-
nal as one of the reference values of the 
linearity verification. 

(7) Use instrument manufacturer rec-
ommendations and good engineering 
judgment to select the order in which 
you will introduce the series of ref-
erence values. For example you may 
select the reference values randomly to 
avoid correlation with previous meas-
urements, you may select reference 
values in ascending or descending order 
to avoid long settling times of ref-
erence signals, or as another example 

you may select values to ascend and 
then descend which might incorporate 
the effects of any instrument 
hysteresis into the linearity 
verification. 

(8) Generate reference quantities as 
described in paragraph (d) of this sec-
tion. For gas analyzers, use gas con-
centrations known to be within the 
specifications of § 1065.750 and intro-
duce them directly at the analyzer 
port. 

(9) Introduce a reference signal to the 
measurement instrument. 

(10) Allow time for the instrument to 
stabilize while it measures the ref-
erence value. Stabilization time may 
include time to purge an instrument 
and time to account for its response. 

(11) At a recording frequency of at 
least f Hz, specified in Table 1 of 
§ 1065.205, measure the reference value 
for 30 seconds and record the arith-
metic mean of the recorded values, ȳi. 
Refer to § 1065.602 for an example of cal-
culating an arithmetic mean. 

(12) Repeat steps in paragraphs (c)(9) 
through (11) of this section until all 
reference quantities are measured. 

(13) Use the arithmetic means ȳi, and 
reference values, yrefi , to calculate 
least-squares linear regression param-
eters and statistical values to compare 
to the minimum performance criteria 
specified in Table 1 of this section. Use 
the calculations described in § 1065.602. 

(d) Reference signals. This paragraph 
(d) describes recommended methods for 
generating reference values for the lin-
earity-verification protocol in para-
graph (c) of this section. Use reference 
values that simulate actual values, or 
introduce an actual value and measure 
it with a reference-measurement sys-
tem. In the latter case, the reference 
value is the value reported by the ref-
erence-measurement system. Reference 
values and reference-measurement sys-
tems must be NIST-traceable. We rec-
ommend using calibration reference 
quantities that are NIST-traceable 
within 0.5% uncertainty, if not speci-
fied otherwise in other sections of this 
part 1065. Use the following rec-
ommended methods to generate ref-
erence values or use good engineering 
judgment to select a different ref-
erence: 
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(1) Engine speed. Run the engine or 
dynamometer at a series of steady- 
state speeds and use a strobe, a photo 
tachometer, or a laser tachometer to 
record reference speeds. 

(2) Engine torque. Use a series of cali-
bration weights and a calibration lever 
arm to simulate engine torque. You 
may instead use the engine or dyna-
mometer itself to generate a nominal 
torque that is measured by a reference 
load cell or proving ring in series with 
the torque-measurement system. In 
this case use the reference load cell 
measurement as the reference value. 
Refer to § 1065.310 for a torque-calibra-
tion procedure similar to the linearity 
verification in this section. 

(3) Electrical work. Use a controlled 
source of current and a watt-hour 
standard reference meter. Complete 
calibration systems that contain a cur-
rent source and a reference watt-hour 
meter are commonly used in the elec-
trical power distribution industry and 
are therefore commercially available. 

(4) Fuel rate. Operate the engine at a 
series of constant fuel-flow rates or re- 
circulate fuel back to a tank through 
the fuel flow meter at different flow 
rates. Use a gravimetric reference 
measurement (such as a scale, balance, 
or mass comparator) at the inlet to the 
fuel-measurement system. Use a stop-
watch or timer to measure the time in-
tervals over which reference masses of 
fuel are introduced to the fuel meas-
urement system. The reference fuel 
mass divided by the time interval is 
the reference fuel flow rate. 

(5) Flow rates—inlet air, dilution air, 
diluted exhaust, raw exhaust, or sample 
flow. Use a reference flow meter with a 
blower or pump to simulate flow rates. 
Use a restrictor, diverter valve, a vari-
able-speed blower or a variable-speed 
pump to control the range of flow 
rates. Use the reference meter’s re-
sponse as the reference values. 

(i) Reference flow meters. Because the 
flow range requirements for these var-
ious flows are large, we allow a variety 
of reference meters. For example, for 
diluted exhaust flow for a full-flow di-
lution system, we recommend a ref-
erence subsonic venturi flow meter 
with a restrictor valve and a blower to 
simulate flow rates. For inlet air, dilu-
tion air, diluted exhaust for partial- 

flow dilution, raw exhaust, or sample 
flow, we allow reference meters such as 
critical flow orifices, critical flow 
venturis, laminar flow elements, mas-
ter mass flow standards, or Roots me-
ters. Make sure the reference meter is 
calibrated by the flow-meter manufac-
turer and its calibration is NIST-trace-
able. If you use the difference of two 
flow measurements to determine a net 
flow rate, you may use one of the 
measurements as a reference for the 
other. 

(ii) Reference flow values. Because the 
reference flow is not absolutely con-
stant, sample and record values of ṅrefi 
for 30 seconds and use the arithmetic 
mean of the values, nÔref, as the ref-
erence value. Refer to § 1065.602 for an 
example of calculating arithmetic 
mean. 

(6) Gas division. Use one of the two 
reference signals: (i) At the outlet of 
the gas-division system, connect a gas 
analyzer that meets the linearity 
verification described in this section 
and has not been linearized with the 
gas divider being verified. For example, 
verify the linearity of an analyzer 
using a series of reference analytical 
gases directly from compressed gas cyl-
inders that meet the specifications of 
§ 1065.750. We recommend using a FID 
analyzer or a PMD/MPD O2 analyzer 
because of their inherent linearity. Op-
erate this analyzer consistent with how 
you would operate it during an emis-
sion test. Connect a span gas to the 
gas-divider inlet. Use the gas-division 
system to divide the span gas with pu-
rified air or nitrogen. Select gas divi-
sions that you typically use. Use a se-
lected gas division as the measured 
value. Use the analyzer response di-
vided by the span gas concentration as 
the reference gas-division value. Be-
cause the instrument response is not 
absolutely constant, sample and record 
values of xrefi for 30 seconds and use the 
arithmetic mean of the values x̄ref, as 
the reference value. Refer to § 1065.602 
for an example of calculating arith-
metic mean. 

(ii) Using good engineering judgment 
and gas divider manufacturer rec-
ommendations, use one or more ref-
erence flow meters to verify the meas-
ured flow rates of the gas divider. 
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(7) Continuous constituent concentra-
tion. For reference values, use a series 
of gas cylinders of known gas con-
centration or use a gas-division system 
that is known to be linear with a span 

gas. Gas cylinders, gas-division sys-
tems, and span gases that you use for 
reference values must meet the speci-
fications of § 1065.750. 

§ 1065.308 Continuous gas analyzer 
system-response and updating-re-
cording verification. 

(a) Scope and frequency. Perform this 
verification after installing or replac-
ing a gas analyzer that you use for con-

tinuous sampling. Also perform this 
verification if you reconfigure your 
system in a way that would change sys-
tem response. For example, perform 
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